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Refer to instruction for use of pump for installation

Pull the plunger back to fill the reservoir 
with air.
Remove the protective cap from the 
needle. Do not touch anything with the 
needle.

Remove any air bubbles by tapping on the 
cartridge.

Place the protective cap on the filling needle.
Remove the filling needle with its protective 
cap from the reservoir by turning 
counter-clockwise.

Remove the plunger rod by turning it 
counter-clockwise out of the plunger.

Sterile Ambulant Drug Reservoirs 
model: Easy Set-I

Push the tip of the filling needle into the 
center of the medication vial’s rubber 
membrane.Push the plunger rod down so 
that all air from the cartridge enters the 
medication vial.

Hold steady pressure against the plunger 
rod with your thumb, and at the same time 
turn the medication vial over.
Slowly release the pressure against the 
plunger rod and let the medication flow 
into the cartridge. 
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Compatibility
The reservoir can be used with insulin and treprostinil. 

The device is indicated for the subcutaneous infusion of medication, including 
insulin and treprostinil, from an infusion pump and infusion set.

The medication should be at room temperature before filling the reservoir.

Importer: SciPharm Sàrl
Add: 7, Fausermillen, L-6689 Mertert, Luxembourg
Tel: +352 2637 8948
www.scipharm.eu

Easy Set-I reservoir can be used with TruCare I insulin pump and HK101 infusion
pump ,Easy Set-I, Easy Set II and Easy Set-III infusion set manufacured by Apex
Medical.


